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A stable and tunable thulium-doped “all-fiber” laser offering a narrow linewidth has been created 
specifically to act as a compact and simple laser source for gaseous CO2 detection. This has been done 
through a careful design to match the laser output wavelengths to the CO2 absorption lines at 1.875 and 
1.997 μm, respectively. A sustainable output power of 11 mW over a tuning range of 7 nm has been 
obtained by using a combination of a high-reflective fiber Bragg grating with a low-reflective broadband 
mirror, fabricated at the end of the fiber through silver film deposition. The tuning was achieved using 
the relaxation-compression mechanism of the fiber Bragg grating, which formed an integral part of the 
laser resonant cavity. A fiber Bragg grating at 1.548 μm was utilized as a wavelength reference to monitor 
the tuning of the laser output over the 2 μm wavelength range with a simple and inexpensive interro-
gator, to avoid the use of an expensive optical spectrum analyzer and to facilitate “in-the-field” operation. 
This “all-fiber” laser resonator has been shown to be superior in terms of laser tuning range, output 
power, and linewidth compared to that created with a fiber Bragg grating pair, which was limited by 
the nonuniform strain transfer to both fiber Bragg gratings. 
1. Introduction
Absorption spectroscopy, recognized as a highly sen-
sitive technique for the measurement of gas concen-
trations for environmental monitoring, has drawn
significant interest from industry and academia for
many years. While a known and carefully controlled
operating wavelength is vital in absorption spectro-
scopy, semiconductor lasers are usually not readily
available at the sort of specific wavelengths that pro-
vide a close “match” to key absorption features of
gases of interest. Thus they have limitations com-
pared to fiber lasers in terms of their suitability for
this type of application, as well-designed fiber lasers
offer potentially much wider wavelength ranges,
in addition to valuable and distinctive features such
as stability, narrow linewidth, and tunability at room
temperatures. A fiber Bragg grating (FBG)-based la-
ser resonator can be readily created to target speci-
fically the signature absorption bands of the gas of
interest, eliminating the need for more expensive op-
tical components, while at the same time allowing a
wide tuning range. The detection of very low concen-
trations of CO2, the target of the system designed in
this work, has considerable importance both for at-
mospheric studies and for carbon emission control,
for example, for climate change monitoring. It has
been reported that a tunable fiber laser at a wave-
length of 1.5 μm has been used for CO2 sensing [1]
in spite of a number of known difficulties with using
such a short wavelength for detection of this gas.
Thus the overlap of several absorption lines from fa-
miliar environmental gases in the 1.5 μmwavelength
range points to the use of absorption bands in a
more distinctive region of the spectrum. In this work,
wavelengths around 2 μmhave been chosen to enable
more specific detection where, for example, the ab-
sorption of CO2 over the 2 μm wavelength band is
1,000 times stronger than that of the 1.5 μm region
[2]. The broad fluorescence spectra of the thulium ion
in silica glass allows the fabrication of a widely tun-
able fiber laser with tuning range from 1.7 to 2.1 μm,
thus providing an excellent overlap with the strong
absorption lines that are suitable for CO2 measure-
ment [3]. Furthermore, a number of groups have de-
monstrated tunability of the Tm laser emission in
the near IR by using bulk components, such as grat-
ings and birefringent tuning plates [4,5]. Recently a
tunable Tm-doped fiber ring laser based on a Fabry–
Perot filter (fromMicron Optics) has been reported in
the work of Geng et al. [6]. Employing a large wave-
length tuning range obtained through the relaxation
and compression of the FBG is a well-established
technique for the wavelength range of 1.5 μm [7–9].
However, for longer operating wavelengths of around
2 μm, the bending loss is higher for standard com-
mercial photosensitive fibers (typically with a cutoff
wavelength at ∼1.3 μm), thus limiting tuning cap-
ability through compression-relaxation. Addition-
ally, in order to achieve a stable laser output, it is
important to ensure an equal strain be transferred
to the FBG pair. Despite the constraints in tuning
range, a compact “all-fiber” laser system is a real
boon for “in-the-field” use for environmental monitor-
ing. Such a laser system has the advantage of being
more robust, making it more rugged and reliable for
installation and maintenance.
In this paper, a simple, inexpensive, and ef-
fective solution is proposed to create a better laser-
monitoring system for use outside the laboratory
and thus to replace bulky, external components for
tuning the fiber laser. In this work, two different fiber
laser configurations are set up, tested, evaluated,
and cross compared, with an aim of achieving the
best compact “all-fiber” laser with a narrow line-
width. In both fiber laser configurations, a short piece
of highly Tm-doped single-mode and single-clad fiber
is used as the gain medium. The difference, however,
lies in the configuration of resonant cavities, with one
using a matched pair of narrow-linewidth FBGs and
the other a combination of a high-reflective FBG
and a low-reflective broadband mirror coated on the
end surface of the fiber. The Bragg wavelengths of the
FBGs used in both cavities are designed to target
the specific absorption lines of CO2 at wavelengths
around 2 μm. The laser resonators are conveniently
tuned by relaxation-compression of the packaged FBG
pair in the first laser setup or of the high-reflective
FBG in the second. The stability of the laser wave-
lengths achieved, the linewidths, and the output
powers obtained are discussed and cross compared for
both approaches in light of the application discussed.
2. Background and Experimentation
Prior to setting up the Tm-doped “all-fiber” laser sys-
tem, an erbium-doped fiber laser operating at 1.6 μm
(with output power of 130 mW) was configured as a
pump laser by using 1.5 m of Er-doped fiber (Er3
concentration, ∼5; 000 ppm) with a matched pair of
FBGs, where both Bragg wavelengths are centered
at 1.6 μm (highly reflective [HR] FBG ∼99.9% and
low-reflective [LR] FBG ∼26%) and the pump source
at 980 nm. The advantage of pumping the Tm-doped
fiber at 1.6 μm rather than 0.79 μm is twofold. First,
there is the unavailability of a single-mode pump
source operating at 0.79 μm beyond the output power
of 100 mW, which restricts the use of a single-mode
and single-clad Tm-doped fiber. However, a single-
mode pump source at 1.6 μm can be readily built up
by utilizing Er-doped fiber, pumped by a commer-
cially available and inexpensive light source at
0.98 μm, allowing the creation of an “all-fiber” laser
system in standard single-clad configuration. Sec-
ond, the lasing efficiency for in-band pumping at
1.6 μm is higher than that for pumping at 0.79 μm
unless cross-relaxation phenomena is triggered by
means of very high concentrations of Tm3.
Both the Er-doped fiber and Tm-doped single-
mode fiber used were fabricated “in-house” by us-
ing the modified chemical vapor deposition process
coupled with the solution-doping technique. In order
to form a laser resonator in the 2 μm region, 15 cm
of Tm-doped (Tm3 concentration, ∼0.3 mol:%; Al3
concentration, ∼6.8 mol:%) aluminosilicate fiber was
employed. Such high aluminum codoping in the
core enhanced the solubility of the high concentra-
tion of Tm3 without clustering and reduced the si-
lica glass phonon energy significantly by improving
the excited level lifetime of Tm3 (the measured life-
time of the 3F4 level, responsible for the 2 μm emis-
sion, is 830 μs). This phenomenon was presented in
an earlier publication [10]. The pump absorption at
1.6 μm has a value of around 21 m−1.
The recorded amplified spontaneous emission
(ASE) spectrum of the Tm-doped fiber used for the
laser resonator (only replacing the FBG pair) in the
wavelength range from 1.75 to 2.1 μm, with pumping
at 1.6 μm, is shown in Fig. 1. The spectrum shows
excellent overlap with the ν1  2ν
°
2
 ν3 combination
absorption bands of CO2, located at around 2 μm.
Figure 1 shows the absorption spectrum of CO2 at
wavelengths of around 1.875 and 1.997 μm together
with an inset showing, with a finer resolution, the
absorption line strength (HITRAN’2008 database).
Targeting these two wavelength bands, two pairs
of FBGs centered at 1.875 and 1.997 μm, respectively,
were fabricated in-house by utilizing the phase
mask technique in a commercial single-mode boron-
germanium codoped photosensitive optical fiber.
The FBG fabrication process was monitored by
using both the ASE from the Tm-doped fiber and a
(long-wavelength range) optical spectrum analyzer
(OSA; AQ6375, Yokogawa). For the laser resonator
operating at 1.875 μm, the reflectivities of the HR
FBG and the LR FBG were ∼99.9% and ∼40%, re-
spectively, while for the laser resonator at
1.997 μm, the reflectivities for the HR FBG and
the LR FBG were ∼99.9% and ∼80%, respectively.
This specific difference was aimed to achieve a lower
threshold as the emission cross section of Tm in silica
glass is lower at 1.997 μm than that at 1.875 μm [10].
The linewidth of both lasers that was achieved was
0.14 nm, measured by use of the OSA (with a resolu-
tion of 0.05 nm).
In order to tune the laser wavelength, both the
FBGs forming the laser resonator were embedded
into a flexible material (Makroform Vivak clear 099)
having a Young’s modulus of 2; 050 N ∕mm2, by using
cyanoacrylic adhesive (Loctite 435). Together with
the grating pair, a reference FBG at a wavelength of
around 1.548 μmwas also embedded in the same ma-
terial to monitor the laser wavelength shift through
an interrogator. This material was firmly adhered to
the fiber to prevent any drift during the tuning pro-
cess. In the compression mount, a horizontal displa-
cement (Δz) was achieved by driving the fixing
mount through a microscrew. The resulting mechan-
ical compression (εz  Δz ∕L) imposed on the FBG
modified its period and effective refractive index,
resulting in a Bragg wavelength shift. The stressed
fiber length, L, was 44 mm. The schematic diagram
of the FBG pair-based laser resonator is shown in
Fig. 2(a).
In the second fiber laser configuration, shown in
Fig. 2(b), the above low-reflective FBG was replaced
by a low-reflective broadband mirror to enable only
one FBG to be tuned. In order to fabricate this broad-
band mirror, the cleaved fiber end was carefully
prepared to achieve a high-quality outcome: it was
cleaned with a stannous chloride solution (0.2%)
to sensitize the coating area and then rinsed with
de-ionized water. A dextrose solution (0.4 ml, 0.25 M)
was poured into a tube containing Tollens’ reagent
and the fiber end was then dipped into the solution.
The silver film was thus formed very rapidly. Finally,
the fiber was thoroughly cleaned with de-ionized
water [11]. The rate of deposition was controlled by
changing the strength of the Tollens’ reagent, and as
a result the fabrication process was very repeatable.
A reference mirror was fabricated and calibrated
with a standard mirror having 100% reflectivity.
Then a set of mirrors with 10% to 85% reflectivity
were fabricated by controlling the silver film deposi-
tion rate and deposition time, where the reflectivity
of the fabricated mirrors was estimated with respect
to the reference mirror with reflectivity of 100%.
The reflection spectrum of the fabricated mirror was
monitored online through a white light source, 3 dB
coupler, and OSA, and this is shown in Fig. 3 over the
wavelength range from 1.5 to 1.6 μm. The fabricated
mirror, having reflectivity in the range of 30% to 85%,
was used together with an HR FBG to form a laser
resonator. On the basis of maximum laser output
powers obtained, a mirror with reflectivity of 80%
Fig. 1. ASE spectrum from Tm-doped fiber overlapped with the
absorption spectrum of CO2. Inset: zoomed spectra of CO2 showing
absorption line strength on the y axis.
Fig. 2. Schematic diagram of tunable laser resonator (a) created
by FBG pair and (b) created by an HR FBG and an LR broadband
mirror at the fiber end. FBG-1, 99.9% HR FBG at 1.6 μm; FBG-2,
26% LR FBG at 1.6 μm; FBG-3, 99.9%HRFBG at 1.997 μm; FBG-4,
80% LR FBG at 1.997 μm; FBG-5, reference FBG at 1.548 μm.
Fig. 3. Reflection spectrum of fabricated mirror at the fiber end
face.
was finally selected. To achieve tuning at both wave-
lengths of 1.875 and 1.997 μm using this setup, only
the HR FBGs and reference FBG were embedded
in the material and subjected to the relaxation-
compression process.
3. Results and Discussion
Figure 4 illustrates the normalized laser spectrum,
as a function of the compression (negative strain)
over the tuning wavelength range for the laser reso-
nator, achieved by either tuning the grating pair si-
multaneously or tuning only the embedded HR FBG
and keeping the broadband mirror unchanged.
The Tm-doped fiber laser exhibits a linewidth of
0.14 nm with an output power of 11 mWat 1.875 μm
and 3.2 mW at 1.997 μm. The measured slope effi-
ciency is 12% for lasing at 1.875 μm and 7% for lasing
at 1.997 μm above the threshold. Research targeted
at improvement of fiber design and the core composi-
tion, as well as the pumping scheme, is in progress to
enhance the lasing efficiency further. However, the
laser meets the key criteria where the power is suffi-
cient for the gas-sensing application under consid-
eration, and the narrow linewidth achieved is
suitable for tuning the laser to allow an overlap with
the absorption lines of the gas. It is estimated that
the wavelength difference between the absorption
lines in the above-mentioned wavelength range is
around 0.28 nm and above. Although the laser output
power at 1.997 μm is lower by comparison to that of
1.875 μm, the higher absorption line strength of CO2
at around 1.997 μm (around 1,000 times) compen-
sates for this to allow better device sensitivity for
the prime gas-detection application. Figure 5 shows
the linearity and repeatability of the tuning wave-
length for both the FBG pair-based laser and the
laser created using a combination of HR FBG and
mirror (for laser at 1.997 μm).
It was observed that a repeatable tuning over a
range of 7 nm was obtained for the laser resonator
formed by using the HR FBG and the LR broadband
mirror, while the tuning range is less, at only 3.8 nm,
for the laser resonator with an FBG pair. Beyond this
tuning range, the laser power, the linewidth, and the
line shape observed were found to be difficult to
maintain. Figure 6 shows the constant power seen
over the lasing wavelength range of 1.997 μm. In or-
der to monitor the laser line shape, the FWHM and
the 1 ∕e2 linewidth are characterized over the tuning
range as shown in Fig. 6. The constant power and the
stable linewidth are the key requirements for the
spectroscopic-based sensor systems for which these
lasers were designed as key components.
Fig. 4. Three-dimensional trace of normalized laser spectrum (at
∼1.997 μm) as a function of negative strain or compression.
Fig. 5. Variation of the laser wavelength (at ∼1.997 μm) with
compression.
Fig. 6. Laser power, FWHM, and 1 ∕e2 linewidth as a function of
tuned lasing wavelength range of 1.997 μm for both resonator con-
figurations. Circles, laser intensity; squares, FWHM laser line-
width; stars, 1 ∕e2 laser linewidth.
Fig. 7. Variation of reference FBG wavelength as a function of
tunable laser wavelength at 1.997 μm.
It was observed that the tunable range is restricted
not only by the capability of compressing the
FBGs used but also by the loss of the fiber in the
wavelength range around 2 μm. Further tuning is
restricted here by the bending loss in the 2 μm range
as the photosensitive fiber for FBG used in the sys-
tem has a cutoff wavelength of 1.3 μm. The tuning
range for the laser resonator using an FBG pair is
lower due to the difficulty in ensuring that the same
amount of compression is transferred to both FBGs,
thus meeting the “matching” condition. This limita-
tion, however, has been eliminated by using the laser
resonator with an HR FBG and LR mirror.
The linear variation of the reference FBG wave-
length with the laser tuning wavelength is shown
in Fig. 7. This offers an effective solution capable
of practical implementation through the use of a re-
ference FBG rather than an expensive OSA, for de-
termining the laser wavelength in the 2 μm range
through a simple interrogator in the range of
1.55 μm and previous calibrated data. This approach
offers the potential for the use of a simple FBG inter-
rogator to monitor the laser wavelength over the tun-
ing range.
4. Conclusion
The laser resonator created with the combination of
an HR FBG and a broadband mirror coated at the
end of the fiber produced a wider tuning range of
7 nm, compared to that created with an FBG pair,
which is limited by the nonuniform strain transfer
to both FBGs. Such a compact, stable, and tunable
“all-fiber” laser in the 2 μm wavelength range with
output power of 11 mW and linewidth of 0.14 nm, a
key requirement for spectroscopic-based sensor
systems, is demonstrated for the first time. The sig-
nificant advantages of this “all-fiber” tunable laser-
based sensor are simplicity, robustness, low cost,
and convenience for use “in the field.” The strong
absorption in this spectral region of the target
gas, CO2, allows a reduction of the optical path
needed to only a few millimeters, which further
ensures the compactness and portability of the
sensor system.
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